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GAS ANALYSIS

PART HI

" The glass cylinder A has a brass rim, and it can
be tightly closed by means of a plate which is
fastened with screws. To the tube c is attached a
bell-shaped device A, which consists of perforated
sheets of brass slipped over the tube. The distance
between the rows of holes and also between the holes
themselves is about 5 mm. The glass cylinder A is

FIG. 90.
filled somewhat more than half full of alcohol of from
25 to 29 per cent by weight, the bell being entirely
covered by the liquid. The alcohol takes up the tar
which enters, but is said to hold back only traces of
other constituents, such as benzene and naphthalene.
" The U-tube S is 12 mm. in diameter and 10 cm.
long, and is filled with cotton. C is a glass-stop-